We analyzed clinical usefulness of the high resolution imaging system in a hybrid operation room ( 
Introduction
Posterior lumbar interbody fusion (PLiF) using percutaneous pedicle screws (PPSs) is widely implemented because it is simple and minimally invasive, and has become a standard procedure. 1, 2) PPSs are usually inserted using a mobile fluoroscope, such as a c-arm. recently, surgical support devices used when inserting pedicle screws have been undergoing rapid development, and performing more accurate and minimally invasive surgery has become possible by (i) combining a navigation system with a mobile fluoroscope that can acquire three-dimensional images, such as the arcadis orbic isocentric c-arm (Siemens Healthcare, germany) 3, 4) or the o-arm (medronic, uSa), [5] [6] [7] or (ii) combining a navigation system with a computed tomography (cT) device 8, 9) or the mobile cT device airo (Brainlab ag, germany). 10) in this study, we used a hybrid operating room (or) equipped with a multi-axis angiography unit (artis Zeego, Siemens Healthcare, germany), which is capable of obtaining high-quality intraoperative fluoroscopic images over a broad area and can capture cT-like images. moreover, fluoroscopy operations were also facilitated by storing set angles and positions. However, several issues, including intraoperative radiation exposure, surgical maneuver limitations, and standing position of the operator due to the size of the panel and arm, exist. Here, we employed a hybrid or equipped with a multi-axis angiography unit in 12 patients who underwent PLiF, and 5 patients received conventional treatment using a c-arm. We investigated the clinical benefits and shortcomings of each approach.
Materials and Methods
We initiated this study approximately 1 year after the introduction of a multi-axis angiography unit in our hybrid or. We conducted a retrospective study of 17 patients who underwent PLiF using PPSs for lumbar spondylolisthesis from February 2014 to august 2016. Twelve patients received treatment in the hybrid or using the multi-axis angiography unit (artis Zeego, Vc21-B, Siemens Healthcare, germany) (hybrid or group), and five patients were treated using the conventional c-arm (Veradius unity, release 1-1, Philips, Netherlands) (c-arm group). We performed a retrospective investigation of the surgical technique of each group at our facility by measuring the time elapsed, radiation exposure time, radiation dose, Joa (Japanese orthopedic association) score for recovery, PPS accuracy, and actual number of vertebrae visible within the imaging range.
Surgical technique
all surgeries were performed by one surgeon. Posterolateral fusion was performed using PPSs (cdH SoLera SeXTaN or cdH SoLera Voyager, medtronic, minneapolis, mN, uSa) after interbody fusion. The fluoroscopic device was operated by a radiology technician in the hybrid or group and by a physician in the c-arm group. Fluoroscopic operations for both groups were, as much as possible, performed with the anteroposterior orientation, rotational angle, and left-right balance of the vertebral arch pedicles, taking into consideration the fluoroscopic angle.
11) The operation was performed with the patient in the prone position (Fig. 1) . The median PLiF and paramedian PPS incisions were determined fluoroscopically in both groups. moreover, in the hybrid or group, storing the fluoroscopy angle and the position to insert each ideal PPS was possible. The approach was made using a spinous process longitudinal splitting method, 12) and the surgical level was confirmed intraoperatively. Laminectomy, facetectomy and intebody fusion were performed. Subsequently, PPSs were installed. The skin incision for PPS was performed and a Jamshidi needle was inserted under frontal fluoroscopy. a K-wire was inserted under lateral fluoroscopy, followed by tapping and screwing (Fig. 2) . axial and sagittal images were obtained using the cT-like image in the hybrid or group, and frontal, lateral, and oblique images were captured using fluoroscopy in the c-arm group to confirm the screw positioning (Fig. 2) . The rod was fastened thereafter.
Measurement method
The time elapsed for each surgical technique was measured and recorded. measurement 1 was the time from body position adjustment until surgical level confirmation using lateral fluoroscopy (preoperative confirmation of spinal level) was possible, while measurement 2 was the time immediately after median incision determination until the setting of the PPS incision lines was complete (skin incision for PPS). measurement 3 was the time from the start of the fluoroscopic operation until interspinous process confirmation (intraoperative confirmation of spinal level), while measurement 4 was the time from the start of the skin incision until the end of intervertebral fusion (skin incision to interbody fusion). measurement 5 was the time from the start of moving the fluoroscope during the PPS procedure until the insertion angle for the first screw had been determined (confirmation of the first screw angle), measurement 6 was the time from the change in fluoroscope angle for the insertion of the second and subsequent screws until the determination of the insertion angle (confirmation of the second to the last screw angles), and measurement 7 was the time from K-wire insertion until the completion of screwing (K-wire insertion and screwing). measurement 8 was the time from the start until the completion of rod fastening (fastening rod), and measurement 9 was the time from the start of the median incision until the completion of final suturing (total operation time). The total operation time was obtained from patients' records. duration of each operative manipulation was routinely measured by paramedical staff in the operation room who were familiar with operational procedures.
Evaluation of screw position
Screw accuracy was evaluated in both groups using postoperative cT imaging with axial, sagittal and coronal view. Based on the report of Neo et al., 13) screw accuracy was evaluated as follows: grade 0 = no deviation (perfectly within the pedicle), grade 1 = deviation <2 mm (violation the cortex less than 2 mm), grade 2 = deviation >2 mm but <4 mm (violation the cortex 2-4 mm), and grade 3 = deviation >4 mm (violation the cortex more than 4 mm). in our study, grade 0 was considered accurate; grades 1-3, inaccurate.
Data extraction
The time elapsed for each surgical procedure, radiation dose, radiation exposure time, Joa score for recovery, PPS accuracy, and number of vertebrae that could be imaged were compared between the two groups.
Statistical analysis
The Wilcoxon / Kruskal-Wallis test was used for comparison between the two groups and Fisher's exact test was used for PPS accuracy, and the significance threshold was P < 0.05. The statistical software JmP Pro 11 (SaS institute, uSa) was used for the analysis.
Results
No significant differences between the groups in any of the demographic or baseline characteristics were observed (Table 1) . For the time of each surgical procedure, measurement 5 was significantly shorter in the hybrid or group (hybrid or, 80 vs c-arm, 249 s; P = 0.0026). measurement 6 was also significantly shorter in the hybrid or group (77 vs 90 s; P = 0.040). No difference between the groups in measurements 1, 2, 3, 4, 7, 8, and 9 was noted ( Table  2 ). although no difference in irradiation time was found, irradiation dose was significantly lower in the c-arm group (462 vs 102 mgy; P = 0.0052) (Table  3) . moreover, when the 12 patients in the hybrid or group were divided into two groups, i.e., six early cases and six late cases, the median irradiation time was significantly shorter in the later cases (138 s (76, 371)) than in the early cases (950 s (593, 1262)) (P = 0.0051), and the median irradiation dose was significantly lower in the later cases (441 mgy (284, 484)) than in the early cases (578 mgy (433, 761)) (P = 0.031) (Fig. 3) .
in the hybrid or group, 44 screws were categorized into grade 0 and 6 in grade 1. in the c-arm group, 13 screws were categorized into grade 0, 7 in grade 1, and 1 in each of grades 2 and 3. Since we defined only grade 0 as being accurate in this study, the resulting PPS accuracy was significantly higher in the hybrid or group (88 vs 59%; P = 0.010). The median number of vertebrae that could be visualized fluoroscopically was significantly greater in the hybrid or group (7 (6, 7) and 5 (4.5, 5) in the c-arm group; P = 0.012) (Figs. 2 and 4 ).
Discussion
in this study, we performed a retrospective evaluation of 17 cases of PLiF performed at our facility using a hybrid or equipped with a multi-axis angiography unit or using the conventional c-arm by comparing the time elapsed for each surgical procedure, radiation dose, radiation exposure time, PPS accuracy, and Joa score for recovery. For the time elapsed of each surgical procedure, the hybrid or group had a significant reduction in the time to confirm the first screw angle and the second to the last screw angles. PPS accuracy was also significantly higher in the hybrid or group. although no difference in radiation exposure time was observed, the radiation dose was significantly less in the c-arm group. in addition, no difference between the groups in the Joa score for recovery was found.
richter et al. performed surgery for orthopedic trauma using a hybrid or combined with a navigation system and reported on its usefulness for spinal surgery and pelvic/sacral surgery because of the image quality, wide imaging range, and ability to store fluoroscopy angles and to confirm screw positioning with cT-like images. 14) czerny et al. used navigation in a hybrid or when inserting a K-wire into a vertebra of a cadaver and reported on the K-wire inserting time and accuracy. 15) our study is the first to compare a multi-axis angiography unit in a hybrid or with the conventional c-arm for spinal surgery. We found that the hybrid or yielded clear imaging across a wide area and was able to capture 3d images, and the K-wire tip position, which was difficult to confirm using the conventional c-arm, could be clearly visualized. consequently, the hybrid or group had a significantly higher screw accuracy than the c-arm group (88 vs. 59%). in addition, the screw positions could be evaluated using the cT-like image obtained in the operating room immediately after PPS insertion. By contrast, intraoperative 3d imaging is not possible with a c-arm; thus, a detailed evaluation is not possible until the surgery is completed, and the patient is transferred to a cT room for imaging after awakening from anesthesia. This process resulted in one case where PPS replacement surgery was required. The screws were accurately inserted in the hybrid or group, and none of the patients who needed re-insertion after cT-like images in the present series. although the time and dose of irradiation could be reduced by limiting the use of cT-like image in patients at high risk for tissues associated 4 The number of vertebral body that can be confirmed using a multi-axis angiography unit is significantly higher than that using the C-arm.
with screw insertion, we believed that the routine use of this imaging technique was quite useful to avoid reoperation after wound closure.
Furthermore, when we measured the time elapsed for each surgical procedure, a significant shortening in the hybrid or group not only in the measurements of the large-scale movements of the fluoroscopic unit but also in the measurements requiring only fine adjustments to the angle was observed. although no difference between the groups in the other measured times when the fluoroscope unit was not moved was observed, it was suggested that the ability of the hybrid or equipped with a multi-axis angiography unit to store fluoroscopic positions and angles was useful.
currently, c-arms that ordinarily have no 3d imaging functionality are commonly used as a surgery-assisting device for PPS insertion.
1) although c-arms capable of obtaining 3d images are now available, 3) their imaging range is inferior to that of the multi-axis angiography units. moreover, reports on the use of the o-arm 5) and mobile cT 16) exist; however, greater interference in the surgical process than that with the c-arm or multi-axis angiography unit is involved. Thus, it is common for surgery to be performed using a navigation system based on an initially captured image. Therefore, performing procedures with real-time visualization remains challenging.
in this study, we showed that the multiaxial imaging had advantages in the accuracy of pedicle crewing over the c-arm, and, furthermore, its realtime and high resolution imaging would be a great advantage over o-arm providing the virtual reality imaging constructed using the images obtained before.
accuracy has been reported to be 77-85% with the conventional c-arm method, 88-96% with the cT navigation method, and 93-98% with the o-arm navigation method. [6] [7] [8] 17, 18) in these reports, grades 0-1 and higher grades were typically considered accurate and inaccurate, respectively, because of the possibility of vascular damage and poor neurological findings. in our study, 100% of the screw placements were grade 0 or 1 in the hybrid or group; thus, our results were at least similar to those of reports that combine the use of a navigation system and other auxiliary diagnosis devices. Shinn et al. reported that the o-arm with navigation had a higher accuracy, however, the c-arm was faster when preparing for screw insertion and during the actual screw insertion. 6, 7) it was suggested that the PPS insertion accuracy using a hybrid or in our study was equivalent to that using the o-arm, and that the speed could be superior to that of the c-arm.
Producing a 3d, cT-like image during the operation is useful for PPS positioning evaluation; however, it increases the radiation dose. in our study, of the 12 patients in the hybrid or group, the six late cases had significantly less radiation exposure time and lower radiation dose (Fig. 3) , which could be attributed to a learning curve. This suggests that further improvement in exposure time is possible. Furthermore, since sufficiently evaluating screw position using the cT-like image during the operation in the hybrid or group is possible, postoperative cT imaging where radiation dose could amount to about 380 mgy may not be required. consequently, the total radiation dose may be unchanged or even reduced compared with that in the c-arm group. However, when a navigation system is combined with mobile cT or an o-arm, 3d cT imaging is necessary, nevertheless, subsequent X-ray-free PPS insertion 6) and confirming screw positioning immediately postoperatively are possible. Thus, concomitant navigation use would be of further use in reducing exposure dose. Therefore, performing an operation with a navigation system based on an image captured by a multi-axis angiography unit in the hybrid or and subsequently performing intraoperative fluoroscopy as needed would be closest to the ideal setup considering accuracy and exposure reduction.
The hybrid or equipped with a multi-axis angiography unit used in this study was originally developed for use in brain and cardiovascular surgery 19, 20) and was eventually used in vascular operations in the field of neurosurgery because of its high image quality.
21) The flat panel detector was 40 × 50 cm, which is larger than the 28 cm diameter of the c-arm; thus, obtaining images covering a broad range was possible. The monitor was also large and easy to read. a significantly greater number of vertebrae could be visualized fluoroscopically in the hybrid or group (Fig. 2) . confirming the surgical level and visualization of the K-wire and screw tip were extremely easy with the high image quality, and the operating table made of carbon fiber enabled easy fluoroscopy. However, the size of the apparatus limited the operator's position and posture (Fig. 1) , and the mat on the operating table used for the prone position was thicker than the one commonly used, increasing the likelihood of the arm to come in contact with the patient when rotating during 3d imaging. consequently, the surgeon, radiology technician, and operating room staff had to position the patient to avoid such contact, thereby securing a clear area. These tasks can be handled intraoperatively. This study was a retrospective investigation performed at a single institution with a total of 17 subjects. The number of the patients was much smaller in the c-arm group, which may be due the operator's better impression in terms of accuracy in screw placement. So, hybrid or was used preferentially if the room was available. Therefore, our results need to be interpreted carefully. Future studies must include an investigation randomly comparing surgeries with a hybrid or and those using only a c-arm in multiple institutions.
Conclusion
This study suggested that the accuracy of PPS placement and time to confirm the PPS angle are the advantages of lumbar spine surgery in a hybrid or equipped with a multi-axis angiography unit. This study also showed that pedicle placement in a hybrid or was safer than that with the conventional c-arm. The radiation dose, which was higher in the former than that in the latter, can decrease by experience.
